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determinations regarding the class of 
regulatory control (class I, class II, or 
class III) appropriate for particular de-
vices. Supplementing the general Food 
and Drug Administration procedures 
governing advisory committees (part 14 
of this chapter), this part also provides 
procedures for manufacturers, import-
ers, and other interested persons to 
participate in proceedings to classify 
and reclassify devices. This part also 
describes the kind of data required for 
determination of the safety and effec-
tiveness of a device, and the cir-
cumstances under which information 
submitted to classification panels or to 
the Commissioner in connection with 
classification and reclassification pro-
ceedings will be available to the public.

§ 860.3 Definitions. 
For the purposes of this part: 
(a) Act means the Federal Food, 

Drug, and Cosmetic Act. 
(b) Commissioner means the Commis-

sioner of Food and Drugs, Food and 
Drug Administration, United States 
Department of Health and Human 
Services, or the Commissioner’s des-
ignee. 

(c) Class means one of the three cat-
egories of regulatory control for med-
ical devices, defined below: 

(1) Class I means the class of devices 
that are subject to only the general 
controls authorized by or under sec-
tions 501 (adulteration), 502 (mis-
branding), 510 (registration), 516 
(banned devices), 518 (notification and 
other remedies), 519 (records and re-
ports), and 520 (general provisions) of 
the act. A device is in class I if (i) gen-
eral controls are sufficient to provide 
reasonable assurance of the safety and 
effectiveness of the device, or (ii) there 
is insufficient information from which 
to determine that general controls are 
sufficient to provide reasonable assur-
ance of the safety and effectiveness of 
the device or to establish special con-
trols to provide such assurance, but the 
device is not life-supporting or life-sus-
taining or for a use which is of 
substanial importance in preventing 
impairment of human health, and 
which does not present a potential un-
reasonable risk of illness of injury. 

(2) Class II means the class of devices 
that is or eventually will be subject to 

special controls. A device is in class II 
if general controls alone are insuffi-
cient to provide reasonable assurance 
of its safety and effectiveness and there 
is sufficient information to establish 
special controls, including the promul-
gation of performance standards, 
postmarket surveillance, patient reg-
istries, development and dissemination 
of guidance documents (including guid-
ance on the submission of clinical data 
in premarket notification submissions 
in accordance with section 510(k) of the 
act), recommendations, and other ap-
propriate actions as the Commissioner 
deems necessary to provide such assur-
ance. For a device that is purported or 
represented to be for use in supporting 
or sustaining human life, the Commis-
sioner shall examine and identify the 
special controls, if any, that are nec-
essary to provide adequate assurance of 
safety and effectiveness and describe 
how such controls provide such assur-
ance. 

(3) Class III means the class of devices 
for which premarket approval is or will 
be required in accordance with section 
515 of the act. A device is in class III if 
insufficient information exists to de-
termine that general controls are suffi-
cient to provide reasonable assurance 
of its safety and effectiveness or that 
application of special controls de-
scribed in paragraph (c)(2) of this sec-
tion would provide such assurance and 
if, in addition, the device is life-sup-
porting or life-sustaining, or for a use 
which is of substantial importance in 
preventing impairment of human 
health, or if the device presents a po-
tential unreasonable risk of illness or 
injury. 

(d) Implant means a device that is 
placed into a surgically or naturally 
formed cavity of the human body. A de-
vice is regarded as an implant for the 
purpose of this part only if it is in-
tended to remain implanted continu-
ously for a period of 30 days or more, 
unless the Commissioner determines 
otherwise in order to protect human 
health. 

(e) Life-supporting or life-sustaining de-
vice means a device that is essential to, 
or that yields information that is es-
sential to, the restoration or continu-
ation of a bodily function important to 
the continuation of human life. 
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(f) Classification questionnaire means a 
specific series of questions prepared by 
the Commissioner for use as guidelines 
by classification panels preparing rec-
ommendations to the Commissioner re-
garding classification and by peti-
tioners submitting petitions for reclas-
sification. The questions relate to the 
safety and effectiveness characteristics 
of a device and the answers are de-
signed to help the Commissioner deter-
mine the proper classification of the 
device. 

(g) Supplemental data sheet means in-
formation compiled by a classification 
panel or submitted in a petition for re-
classification, including: 

(1) A summary of the reasons for the 
recommendation (or petition); 

(2) A summary of the data upon 
which the recommendation (or peti-
tion) is based; 

(3) An identification of the risks to 
health (if any) presented by the device; 

(4) To the extent practicable in the 
case of a class II or class III device, a 
recommendation for the assignment of 
a priority for the application of the re-
quirements of performance standards 
or premarket approval; 

(5) In the case of a class I device, a 
recommendation whether the device 
should be exempted from any of the re-
quirements of registration, record-
keeping and reporting, or good manu-
facturing practice regulations; 

(6) In the case of an implant or a life-
supporting or life-sustaining device for 
which classification in class III is not 
recommended, a statement of the rea-
sons for not recommending that the de-
vice be classified in class III; 

(7) Identification of any needed re-
strictions on the use of the device, e.g., 
whether the device requires special la-
beling, should be banned, or should be 
used only upon authorization of a prac-
titioner licensed by law to administer 
or use such device; and 

(8) Any known existing standards ap-
plicable to the device, device compo-
nents, or device materials. 

(h) Classification panel means one of 
the several advisory committees estab-
lished by the Commissioner under sec-
tion 513 of the act and part 14 of this 
chapter for the purpose of making rec-
ommendations to the Commissioner on 
the classification and reclassification 

of devices and for other purposes pre-
scribed by the act or by the Commis-
sioner. 

(i) Generic type of device means a 
grouping of devices that do not differ 
significantly in purpose, design, mate-
rials, energy source, function, or any 
other feature related to safety and ef-
fectiveness, and for which similar regu-
latory controls are sufficient to pro-
vide reasonable assurance of safety and 
effectiveness. 

(j) Petition means a submission seek-
ing reclassification of a device in ac-
cordance with § 860.123. 

[43 FR 32993, July 28, 1978, as amended at 57 
FR 58403, Dec. 10, 1992; 65 FR 56480, Sept. 19, 
2000]

§ 860.5 Confidentiality and use of data 
and information submitted in con-
nection with classification and re-
classification. 

(a) This section governs the avail-
ability for public disclosure and the use 
by the Commissioner of data and infor-
mation submitted to classification 
panels or to the Commissioner in con-
nection with the classification or re-
classification of devices under this 
part. 

(b) In general, data and information 
submitted to classification panels in 
connection with the classification of 
devices under § 860.84 will be available 
immediately for public disclosure upon 
request. However, except as provided 
by the special rules in paragraph (c) of 
this section, this provision does not 
apply to data and information exempt 
from public disclosure in accordance 
with part 20 of this chapter: Such data 
and information will be available only 
in accordance with part 20. 

(c)(1) Safety and effectiveness data 
submitted to classification panels or to 
the Commissioner in connection with 
the classification of a device under 
§ 860.84, which have not been disclosed 
previously to the public, as described 
in § 20.81 of this chapter, shall be re-
garded as confidential if the device is 
classified in to class III. Because the 
classification of a device under § 860.84 
may be ascertained only upon publica-
tion of a final regulation, all safety and 
effectiveness data that have not been 
disclosed previously are not available 
for public disclosure unless and until 
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